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as before with ammonia; filtered, and washed. The second precipitate is burned off and blasted to a constant weight as in the case of the silica. The weight obtained is recorded as Fe203, A1203, Ti02.
The combined oxides are then dissolved by prolonged heating with cone. HC1, and if any white, floating residue remains insoluble it is filtered out; washed thoroughly in the same way as the main silicic acid, weighed, deducted from the total weight of the iron oxide, etc., and added to the total silica. The filtrate from this milligram or two of silica is reduced with stannous chloride and the iron titrated with the dilute potassium dichromate, page 186, to obtain the amount of iron present. The latter is then calculated to ferrous oxide, FeO. It is also calculated to Fe203 and deducted from the total oxides of iron, alumina, etc. The remainder is calculated to percentage as oxides of Al, etc. (A1203, Ti02, etc.).
The filtrates and washings from the two precipitations of the iron and aluminum are analyzed for lime and magnesia exactly as directed for limestone, beginning at the point where the combined filtrates from the double precipitations of the iron are combined, heated to boiling, and the calcium is precipitated with a saturated solution of ammonium oxalate, the only difference being that the lime content is only a per cent or two so that but 25 c.c. of the ammonium oxalate are used to precipitate the calcium present.
The ignition loss is obtained by blasting i gram of the sample to a constant weight. The first weight is taken after 10 minutes' blasting. The sample is then blasted for five-minute intervals, until it either no longer loses more than 0.0002 gram or begins to gain weight.
When analyzing sand or brick, blanks should be run including the fusing of 20 grams of the carbonate of sodium and the putting of the solution of this melt through every operation. The iron, silica, etc., so found should be deducted from that found in the sample. There is almost certain to be some iron and silica obtained from the chemicals and glassware.